CAMERA ASSISTANT SURGIASSIST CAMERA HOLDER
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1. Table Bar attachment 2. Main Assembly 3. Cradle Direction

Place clamp in Table Bar slot

Slide & lock

Cradle must be at
patient midline

4. Position Camera Cradle at patient midline 5. Adjust Tension



CAMERA ASSISTANT

Wrap over
and under

Cut hole in sterile drape to
expose Camera Cradle






